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WellPoint, Inc. incorporates input from physicians practicing in relevant clinical areas along with other sources such as the peer-reviewed published medical literature, technology assessments, evidence-based consensus statements, and evidence-based guidelines from nationally recognized professional medical specialty societies as part of our process for developing and maintaining medical policies and clinical UM guidelines and on behalf of a national healthcare association (“”Association”) to support their processes for developing and maintaining medical policies.

We are currently reviewing the topic of Interspinous Distraction Devices (Spacers). We are requesting your expert opinion regarding this topic and have developed a series of relevant questions presented in the table below.  

We have designed our process to help you avoid duplication of effort in reviewing various entities’ medical policies, with the goal of reducing your administrative burden.  At the same time, your feedback and the feedback we receive from others on this topic will be shared with non-WellPoint entities, the Association and its constituents. This will allow your input to be considered as WellPoint, Inc. formulates its medical policy positions, which affect the more than 35 million members enrolled in our plans, by even broader audience on behalf of the Association and the many millions of Americans whose health care benefits are provided by its member plans.   
· Attached are two (2) draft versions of the policy, 7.01.107 Interspinous Distraction Devices (Spacers) (CVDI – 701107 –Spcrs.pdf) and the second is labeled SURG.00092 Interspinous Spacer Devices (SURG.00092 2008 12 16 CoDr). 

Your input is being requested on both versions.  Please note the first draft policy is labeled 7.01.107 Policy Title: Interspinous Distraction Devices (Spacers) and the second draft policy is labeled SURG.00092 Interspinous Spacer Devices to correspond to your response.  

We will carefully review your responses to the questions below and we welcome additional insights you provide on this topic.  Please be sure to:

· Answer all questions

· Complete the conflict of interest section

· Complete the demographic information and release statement on the following page 

· Provide peer-reviewed literature citations when changes to a policy position are suggested

Thank you for supporting our process to maintain medical necessity determinations consistent with the principles of evidence-based medicine by providing your expertise, guidance and input.

Please complete the information on the following page. 

Please return your comments to:
Barbara Brown at technology.compendium@wellpoint.com on or before January 20, 2009. 
The following information is needed for this review.

	Reviewer Name:
(Note: Include credentials)
	Peter D. Angevine, MD, MPH

	Board Certification in (Note: BC is required):
	Neurological Surgery

	Academic/Hospital Affiliation(s):
	Columbia University, Department of Neurological Surgery

New York Presbyterian Hospital, Columbia University Medical Center

	Address: 
	710 West 168th Street

Room 502

New York, NY 10032

	State(s) of Medical Licensure:
	New York (214404), New Jersey (25MA07997200), Missouri (2004001425)

	Phone:
	212-305-1550

	Fax:
	212-342-6850

	Date: 
	2/14/2009

	Your input will be shared with the applicable medical policy committee(s) when this topic is presented. Please indicate if WellPoint, Inc. may release any or all of the following points of information to the committee(s) and non-WellPoint entities, including a national Association.     

	
	Yes
	No 
	Comments

	Your Board Certification
	X
	
	

	Name of your Academic/Hospital Affiliation(s)
	X
	
	

	Your Name
	X
	
	


	Policy Number: 7.01.107
Policy Title: Interspinous Distraction Devices (Spacers)

	Definitions of Medically Necessary and Investigational included in Exhibit I

	 
	Yes
	No 
	Comments

	General questions:

	Is the POLICY POSITION clear and supported by the medical evidence in the peer reviewed medical literature?  If no, please comment.


	
	X
	We do not agree that the policy position is supported.  We do not agree that interspinous distraction devices are considered investigational as a treatment of neurogenic intermittent claudication.  While there are new devices in this class that are still under investigation, one interspinous distraction device (X-STOP) does have FDA approval with multiple studies cited that report improved health outcomes.

	Is the RATIONALE clear and does it accurately reflect the currently available medial evidence? If no, please comment.


	
	X
	The rationale is clear, but we do not agree with many of the interpretations.  While several of the most important peer-reviewed studies regarding interspinous distraction devices are summarized, we do not believe that it accurately reflects the currently available medical evidence.
The rationale reviewed the prospective randomized trial by Zucherman, noting improvement of 45% in the IDD group in their mean baseline Symptom Severity Score at 2 years compared with 7% improvement in the control group.  It also noted the Anderson study reporting a success rate of 63% in treated patients compared with 13% in controls.
While it is acknowledged that these results are promising, the reviewers raised questions regarding the durability of the device, lack of blinding and related bias, and that there were more patients with incomplete follow-up in the control (medical) treatment group.  They suggested that additional studies to better control for potential biases and methodological issues need to be completed and that because of these open issues, they recommend that this device be considered investigational.
In regards to the question of durability, this is not a question that is typically studied for a device without moving parts, such as an artificial disc or joint, or where the device does not stress shield or undertake a majority of the loading of that region.  Durability for such devices are typically assessed in the preclinical phase, and would be available in the company’s ASTM data presented to the FDA to validate the design.  In this sense, durability is assessed by preclinical mechanical and biomechanical tests, such as fatigue testing, and for interspinous distraction devices, this would include not only the fatigue failure rate of the metal, but also expulsion or dislodgement based on the physiological kinematics and kinetics, spinal canal and foramen dimensions, and influence on spinal kinematics.  These factors have been noted in the studies by Talwar and Christie, whose review of the technology in 2005 was prior to FDA approval of X-Stop device.  In the authors’ conclusions, they anticipated several peer-reviewed studies that have subsequently been published demonstrating that in properly selected patients, interspinous distraction devices are associated with beneficial clinical outcomes (Hsu 2006, Kondrashov 2006, Yano 2008, Brussee 2008, Siddiqui 2007, Kong 2007).

In regards to the criticism of lack of blinding and related bias, this is not a specific issue with this device as it may be applied to all surgical device studies.  Although the concern regarding the potential to bias outcome assessments is valid, it would be impractical to double blind a surgeon regarding an implant that is to be surgically placed.  While blinded studies are statistically valid and an ideal goal for pharmaceutical studies, it is not something that can be achieved in device studies.  In addition, post-operative care and imaging will allow the patient to become aware of their device as it would not be feasible to blind the radiographic review as the device would be clearly identifiable on x-rays.  Also, unilateral cross over is something inherent in surgical studies, as patients can have surgery after failing the control (medical) management, but not vise versa.  This also affects the follow up of patients, as they have more options to drop out and find medical care locally versus specialized surgical care that is available in only a few regional centers.

The reviewers noted that in their 2007 update, their search of the MEDLINE database (September 2006 through August 2007) did not identify any evidence that would alter the conclusions reached above.  They listed the results from studies by Zucherman, which showed improvements in the device group in both physical and mental component scores as compared to both baseline and control subjects but which was affected by a large loss to follow-up (42%) in the medical-treatment group, and another industry-sponsored trial which examined the neural

foramina and spinal canal area in 26 patients with spinal stenosis and neurogenic intermittent claudication who had not responded to nonoperative treatment and who reported results of a 21% increase in spinal canal area when patients were in seated-neutral and a 23% increase when erect along with a significantly increased on the left side only with extension (20%) and flexion (19%).  The reviewers also analyzed the DIAM implant’s case-controled study of 62 patients showing no differences in the radiographic imaging, pain scores, and clinical assessments of those who had

received the implant in comparison with those who had undergone laminectomy and or microdiscectomy alone.
The reviewers allude to the lack of large trials and the support of the company in these industry-sponsored trials.  Funding issues in medical research do relegate such device studies to be sponsored by the company, which is not atypical much as the studies for FDA review and approval are sponsored by the company.  However, while several of the more recent studies were small, the large effect size seen with interspinous distraction devices may reduce the importance of this limitation.  Kondrashov reported a mean improvement of 29 on the ODI, with 78 percent of patients achieving at least a 15 point improvement at a mean follow-up time of 51 months.  Kong reported a mean ODI improvement of approximately 28 points at 1 year postoperatively.  The mean improvements reported by Hsu in the SF-36 Bodily Pain and Physical Functioning scales at 1 year of 30.8 and 32.0 points, respectively, were clinically and statistically significantly different from those of non-operative treatment.  The magnitudes of these improvements also compare favorably to those reported in the as-treated analysis for the surgical treatment of lumbar spinal stenosis and degenerative spondylolisthesis in the recent NIH-funded Spine Outcomes Research Trial (SPORT) reports. (Weinstein 2007, Weinstein 2008)

The reviewers noted that the North American Spine Society (NASS) has published guidelines on the diagnosis and treatment of degenerative lumbar spinal stenosis and concluded that with a single Level 1 study on the X STOP, “there remains insufficient evidence to make a recommendation”.  They also noted in their 2008 update, performed with a MEDLINE search through November 2008, that there were three studies published since their last update.  They discussed Verhoof reporting in a cohort of 12 consecutive patients with symptomatic lumbar spinal stenosis caused by degenerative

spondylolisthesis treated with X-STOP and followed for a mean of 30.3 months, that 8 patients had complete relief of symptoms post-operatively while 4 had no relief. They noted that recurrence of pain, neurogenic

claudication, worsening of neurological symptoms were observed in 3 patients within 24 months and that postoperative radiographs and MRI did not show changes in percentage of slip or spinal dimensions and that seven patients had posterior fusion within 24 months.  They noted that the authors did not recommend the device for treatment of spinal stenosis complicating degenerative spondylolisthesis. The reviewers also cited Siddiqui in a prospective observational study of 40 consecutive patients implanted with the X-STOP device and evaluated at 3, 6, and 12 months using the Zurich Claudication Questionnaire, Oswestry Disability Index, and SF-36. They noted that only twenty-four (60%) completed all questionnaires and were analyzed, but at 12 months, they reported clinically significant improvement in symptoms and physical function in 54% and 33% of the 24 patients respectively with 29% of patients required caudal epidural after 12 months after surgery for recurrence of symptoms of neurogenic claudication. They noted that the authors concluded that while the device offered significant short-term improvement over a 1-year period, results are less  favorable than those reported in a multicenter randomized trial.  They discussed Brussee’s study reviewing pre- and post-operative

Zurich and SF-36 questionnaires completed by 65 patients who received the X-STOP device between 2003 and 2006. This study noted that a good outcome was achieved by 31% of patients and was not related to BMI (body-mass index) or number of implanted devices, but was related to the absence of orthopedic co-morbidity or male gender. They noted that the authors concluded that the X-STOP does improve the clinical situation, however a good outcome is achieved less often than previously reported.  Based on these studies, the reviewers noted that these do not lead to a change in the current policy statement and suggested that data from rigorous randomized controlled trials are needed to adequately evaluate this device.
We do not agree with the conclusions by the reviewers that the studies cited indicate that the policy is valid in that this technology is investigational and not medically necessary.  These studies are important and indicate a need for patient selection, and that this device is not indicated in all patients with stenosis such as that associated with spondylolisthesis.  It is important to clarify that clinical guidelines, such as those produced by the North American Spine Society, are developed to address a substantially different question than the one at issue here.  It is our opinion that the conclusion of the cited guidelines, that there was insufficient evidence to recommend for or against intraspinous distraction devices but that it does not support the contention that they are investigational and not medically necessary.  It should be noted that the NASS guidelines were developed in 2006 and do not consider several of the publications mentioned above.
We agree with the reviewers that currently, no interspinous distraction devices other than the X-STOP have received FDA Premarket Approval.  There have been a number of abstracts presented regarding results of case series from the Wallis, Diam, and CoFlex devices.  However, it should be noted that the reviewers have only noted the negative outcomes with discussion of the Floman study noting that the Wallis interspinous implant failed to reduce the incidence of recurrent disc herniations in their series of 37 consecutive patients, and that 2 of them underwent additional discectomy and fusion.  Early study results and case series may not be applicable for such a medical determination, but if cited, should reflect all the outcomes and not bias towards the negative to support a policy of non-coverage.

	Is the DESCRIPTION clear and accurate?  If no, please comment.


	
	X
	We would recommend that the description be clarified to indicate that currently interspinous spacer devices are only for use in the lumbar spine.

	Specific questions regarding the policy determination:

	Therapeutic Interventions: 

· The policy indicates interspinous distraction devices (spacers) are considered investigational as a treatment of neurogenic intermittent claudication.
· Do you agree? 

	
	X
	One interspinous distraction device (X STOP) has final approval from the FDA for use in patients with neurogenic intermittent claudication associated with lumbar spinal stenosis.  Results of the Investigational Device Exemption (IDE) study demonstrated improved clinical outcomes (SF-36, Zurich Claudication Questionnaire) with the interspinous distraction device (IDD) compared to non-operative treatment. (Zucherman, 2004).  Outside of the investigational setting, a non-randomized comparison of an IDD with decompression with instrumented fusion and posterior lumbar interbody fusion (PLIF) among patients with symptomatic lumbar spinal stenosis and mild segmental instability demonstrated significant improvements for both groups on Oswestry Disability Index (ODI) and visual analog pain scales (VAS).  There was no statistically significant difference in outcome between the two treatments. (Kong, 2007)  

	· Do you consider interspinous distraction devices medically necessary as a treatment of neurogenic intermittent claudication?

· If yes, please comment and cite literature to support. 


	X
	
	Patients with neurogenic intermittent claudication associated with lumbar spinal stenosis at one or two levels with symptoms that are largely or completely relieved upon sitting and exacerbated with standing or walking are those most likely to benefit from interspinous distraction device insertion.  The literature supporting our viewpoint has been cited in the previous discussion and is listed in the references below.

	· Are there any specific criteria (or conditions) which would be useful in selecting appropriate patients populations? 

· If yes, please comment and cite literature to support.  

	X
	
	Yes, patient selection is important and the criteria mimics what has used in prior clinical studies.  These include:

· Age greater than 50 years.
· Failed 6 months of conservative therapy such as epidural steroid injections, oral steroids, NSAIDS, analgesics, physical therapy, spinal manipulation, etc.
· Symptoms of claudication and radiculopathy associated with spondyloarthropathy such as pain that is exacerbated by extension and relieved in flexion.
· Diagnosis of neurogenic intermittent claudication due to lumbar stenosis at 1 or 2 lumbar levels confirmed by X-ray, MRI or CT.
· A surgical candidate with disease severity that may justify both a laminectomy and interspinous distraction device placement are clinically appropriate treatment options.
· Baseline score of >2.0 in the Physical Function domain of the Zurich Claudication Questionnaire (ZCQ).

	· Are there any specific exclusion criteria for when interspinous distraction devices are not appropriate?
· If yes, please comment and cite literature to support.  


	X
	
	Patient selection is important in the use of these devices and there are specific contraindications that need to be considered.  These include:

· Spinal stenosis involving more than 2 lumbar levels.

· Previous lumbar spine surgery with post-laminectomy syndrome.

· Unremitting pain in any spinal position.

· Evidence that symptoms are due to vascular claudication.

· Significant instability of the lumbar spine such as isthmic spondylolisthesis or degenerative spondylolisthesis greater than Grade 1 (Meierding classification).

· Ankylosed segment at the affected level.

· Scoliosis with Cobb angle > 25 degrees.

· Cauda equina syndrome from stenosis.
· Stenosis from mass lesions such as disc herniations, synovial cysts, or spinal tumors.

· Stenosis from an infection such as abscess or in patients with systemic infections.

· Spinous process, pars interarticularis, or osteoporotic fractures.

· Allergy to the implant materials.

	· If your position is that interspinous distraction devices are investigational but also medically necessary, please explain.

	
	
	

	· Is there evidence to support one type of interspinous distraction device over another? 

· If yes, please comment and cite literature to support.

	
	X
	

	Improved Patient Outcomes: 
· Is there adequate evidence to demonstrate that the use of interspinous distraction devices (spacers) as a treatment of neurogenic intermittent claudication provide significant improvements in clinical outcomes compared to the available alternatives?
 
	X
	
	Please refer to the discussion above regarding the rationale for this response.  Interspinous distraction devices (spacers) represent a new management option for patients with lumbar spinal stenosis with symptoms refractory to continued non-operative management and who may not be ideal candidates for direct decompressive surgery.  As such, we do not think it would be appropriate to consider interspinous distraction devices (spacers) and laminectomy as a competitive treatment to laminectomy and stabilization (fusion) with instrumentation. Both have demonstrated significant improvements in validated health-related quality of life measures compared to preoperative baselines (Kong et al).

	· Is there additional peer-reviewed literature, other than that cited in the policy, to demonstrate improved patient outcomes due to the use of interspinous distraction devices (spacers) as a treatment of neurogenic intermittent claudication? 
· If yes, please comment and cite literature to support.


	X
	
	1. Christie SD, Song JK, Fessler RG. Dynamic interspinous process technology. Spine. 2005;30(16 Suppl):S73-S78.
2. Brussee P, Hauth J, Donk RD, Verbeek AL, Bartels RH. Self-rated evaluation of outcome of the implantation of interspinous process distraction (X-Stop) for neurogenic claudication. Eur Spine J. 2008 Feb;17(2):200-3. Epub 2007 Oct 31.

3. Hsu KY, Zucherman JF, Hartjen CA, Mehalic TF, Implicito DA, Martin MJ, Johnson DR 2nd, Skidmore GA, Vessa PP, Dwyer JW, Cauthen JC, Ozuna RM. Quality of life of lumbar stenosis-treated patients in whom the X STOP interspinous device was implanted. J Neurosurg Spine. 2006 Dec;5(6):500-7.

4. Kondrashov DG, Hannibal M, Hsu KY, Zucherman JF. Interspinous process decompression with the X-STOP device for lumbar spinal stenosis: a 4-year follow-up study. J Spinal Disord Tech. 2006 Jul;19(5):323-7.

5. Kong DS, Kim ES, Eoh W. One-year outcome evaluation after interspinous implantation for degenerative spinal stenosis with segmental instability. J Korean Med Sci. 2007 Apr;22(2):330-5.

6. Lauryssen C. Appropriate selection of patients with lumbar spinal stenosis for interspinous process decompression with the X STOP device. Neurosurg Focus. 2007 Dec 15;22(1):E5.

7. Lee J, Hida K, Seki T, Iwasaki Y, Minoru A. An interspinous process distractor (X STOP) for lumbar spinal stenosis in elderly patients: preliminary experiences in 10 consecutive cases. J Spinal Disord Tech. 2004 Feb;17(1):72-7; discussion 78.

8. Siddiqui M, Smith FW, Wardlaw D. One-year results of X Stop interspinous implant for the treatment of lumbar spinal stenosis. Spine. 2007 May 20;32(12):1345-8.
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10. Swanson KE, Lindsey DP, Hsu KY, Zucherman JF, Yerby SA. The effects of an interspinous implant on intervertebral disc pressures. Spine. 2003 Jan 1;28(1):26-32.
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	Is there other information you feel is relevant regarding the medical necessity of this technology?


	
	X
	

	Conflict of Interest:
Do you have now, or have you had previously, any commercial or research relationship with any company or program which provides or markets products dealing with interspinous distraction devices (spacers)?  If so, please disclose that relationship.


	
	X
	


EXHIBIT I

Medically Necessary Definition 

"Medically Necessary" are procedures, treatments, supplies, devices, equipment, facilities or drugs (all services) that a medical practitioner, exercising prudent clinical judgment, would provide to a patient for the purpose of preventing, evaluating, diagnosing or treating an illness, injury or disease or its symptoms, and that are: 
· in accordance with generally accepted standards of medical practice; and 
· clinically appropriate in terms of type, frequency, extent, site and duration and considered effective for the patient's illness, injury or disease; and 
· not primarily for the convenience of the patient, physician or other health care provider; and 
· not more costly than an alternative service or sequence of services at least as likely to produce equivalent therapeutic or diagnostic results as to the diagnosis or treatment of that patient's illness, injury or disease. 

For these purposes, "generally accepted standards of medical practice" means standards that are based on credible scientific evidence published in peer-reviewed medical literature generally recognized by the relevant medical community, national physician specialty society recommendations and the views of medical practitioners practicing in relevant clinical areas and any other relevant factors.
Investigational Definition

The term "investigational" means that the medical policy does not meet the Technology Evaluation Criteria. 

This means any procedure, treatment, supply, device, equipment, facility or drug (all services), are determined NOT to: 
· have final approval from the appropriate government regulatory body; or 
· have the credible scientific evidence published in peer-reviewed medical literature generally recognized by the relevant medical community which permits reasonable conclusions concerning the effect of the procedure, treatment, supply, device, equipment, facility or drug (all services) on health outcomes; or 
· improve the net health outcome; or 
· be as beneficial as any established alternative; or 
· show improvement outside the investigational settings. 
	Policy Number: SURG.00092

Policy Title: Interspinous Spacer Devices

	Definitions of Medically Necessary and Investigational included in Exhibit I

	: 
	Yes
	No 
	Comments

	General questions:

	Is the POLICY POSITION clear and supported by the medical evidence in the peer reviewed medical literature?  If no, please comment.


	
	
	

	Is the RATIONALE clear and does it accurately reflect the currently available medial evidence for each of the devices? If no, please comment.


	
	
	

	Is the DESCRIPTION clear and accurate?  If no, please comment.


	
	
	

	Specific questions regarding the Policy determination: 

	Therapeutic Interventions: 
· The policy indicates that interspinous spacer devices are investigational in the treatment of lumbar stenosis. Do you agree?

· If no, please comment and cite literature to support.


	
	
	

	· Are there additional uses for interspinous spacer devices beyond those discussed in the document?  If so, please comment and cite literature to support.


	
	
	

	· If you consider interspinous spacer devices medically necessary in the treatment of lumbar stenosis: 

· Are there any specific criteria which would be useful in selecting appropriate patient populations?


	
	
	

	· Are there any specific contraindications which would be useful in identifying patients for whom interspinous spacer devices is not appropriate?


	
	
	

	Improved Patient Outcomes: 
· Is there adequate evidence to demonstrate that the use of interspinous spacer devices provide significant improvements in clinical outcomes compared to the available alternatives?
 
	
	
	

	· Is there peer-reviewed literature, other than that cited in the policy, to demonstrate improved patient outcomes due to the use of interspinous spacer devices?  If so, please cite.


	
	
	

	Is there other information you feel is relevant regarding the medical necessity of this technology?


	
	
	

	Conflict of Interest:
Do you have now, or have you had previously, any commercial or research relationship with any company or program which provides or markets products dealing with interspinous spacer devices? If so, please disclose that relationship. 


	
	
	


EXHIBIT I

Medically Necessary Definition 

"Medically Necessary" are procedures, treatments, supplies, devices, equipment, facilities or drugs (all services) that a medical practitioner, exercising prudent clinical judgment, would provide to a patient for the purpose of preventing, evaluating, diagnosing or treating an illness, injury or disease or its symptoms, and that are: 

· in accordance with generally accepted standards of medical practice; and 

· clinically appropriate in terms of type, frequency, extent, site and duration and considered effective for the patient's illness, injury or disease; and 

· not primarily for the convenience of the patient, physician or other health care provider; and 

· not more costly than an alternative service or sequence of services at least as likely to produce equivalent therapeutic or diagnostic results as to the diagnosis or treatment of that patient's illness, injury or disease. 

For these purposes, "generally accepted standards of medical practice" means standards that are based on credible scientific evidence published in peer-reviewed medical literature generally recognized by the relevant medical community, national physician specialty society recommendations and the views of medical practitioners practicing in relevant clinical areas and any other relevant factors.

Investigational Definition

The term "investigational" means that the medical policy does not meet the Technology Evaluation Criteria. 

This means any procedure, treatment, supply, device, equipment, facility or drug (all services), are determined NOT to: 

· have final approval from the appropriate government regulatory body; or 

· have the credible scientific evidence published in peer-reviewed medical literature generally recognized by the relevant medical community which permits reasonable conclusions concerning the effect of the procedure, treatment, supply, device, equipment, facility or drug (all services) on health outcomes; or 

· improve the net health outcome; or 

· be as beneficial as any established alternative; or 

· show improvement outside the investigational settings. 
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